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Introduction

The removal and installation of sting-mounted wind tunnel models in the National
Transonic Facility (NTF) is a multi-task process having a large impact on the annual
throughput of the facility. Approximately ten model removal and installation cycles
occur annually at the NTF with each cycle requiring slightly over five days to complete.
The various tasks of the model changeover process were modeled in Microsoft Project as
a template to provide a planning, tracking, and management tool. The template can also
be used as a tool to evaluate improvements to this process. This user’s guide describes
the development of the template and provides step-by-step instructions on its use as a
planning and tracking tool. A secondary role of this document is to provide an overview

of the model changeover process and briefly describe the tasks associated with it.

Facility Description

The NTF is a fan-driven, closed-circuit, continuous-flow, pressurized wind tunnel
capable of operating with either nitrogen or air as the test gas. Figure 1 presents an aerial
view of the NTF and Figure 2 shows a plan view of the tunnel circuit. The NTF’s square
test section has a height and width of approximately 8.2 feet and a longitudinal length of
25 feet. The test section’s top and bottom walls have six slots each and the combined
width of each set of six is 6% of the width of the wall. Figure 3 shows a model of a
transport configuration mounted in the test section. The NTF has a Mach number range
of 0.1 to 1.2 and a Reynolds number range of 3 x 10° to 120 x 10° at a Mach number of
1.0 (based on a reference chord of 0.82 feet). The pressure and temperature ranges are 15
to 130 pounds per square inch (psia) and -250"to 150 Fahrenheit (F) respectively. The

operational envelope of the NTF is shown in Figure 4.



Microsoft Project Template of the NTF Model Changeover Process

The model changeover process starts with the completion of the previous test
program and the test section conditioned to a safe and comfortable work environment.
The model changeover process consists of the Tunnel Inspection and Maintenance work
package, the Model and Instrumentation Installation work package, and the Tunnel Close
Out work package. It is also assumed that the model buildup process for the next model
has been completed on or before the start date of the model changeover process. Figure 5
presents the three work packages, their associated tasks, and the average time to complete
each task in hours. A majority of the model changeover tasks can be completed in less
than half a work shift with a few tasks requiring a whole shift. Note that both the tunnel
inspection and maintenance tasks require upwards of 10 shifts each if resource constraints
exist and tasks cannot be performed concurrently. The NTF currently operates on a two-
shift basis. The first shift starts at 7:00 AM and ends at 3:30 PM and the second shift
starts at 3:15 PM and ends at 11:45 PM. A brief description of each task is included in

Appendix I of this document.

A computer model of the NTF’s model changeover process was developed using
Microsoft Project. Microsoft Project is a project management program with a graphical
interface. Microsoft Project allows the project manager to plan and track a project within
the boundaries of a given set of resource constraints. This computer model was created in
a template format so that it can be utilized as a changeover planning and tracking tool on
numerous occasions. The first step in the creation of this template was the entry of the
changeover process’s three work packages, their associated tasks, and the average time to
complete each task into Microsoft Project’s Task Name and Duration columns
respectively. Project utilizes this information to create Gantt and PERT charts. Figure 6
shows the model changeover tasks and their associated durations as they appear in the
planning template. Microsoft Project automatically assigns each task an ID number and
these ID numbers are shown in column one of Figure 6. For example, ID number 37 is

assigned to the “Perform Instrumentation Checkout” task. Additional information on
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entering task information and creating basic Gantt and PERT charts can be obtained from

the Microsoft Project manual (Reference 1).

The next step during the creation of the changeover template was the analysis of
task dependencies and the sequence of events. If the tasks for a given project are properly
linked one to another, Microsoft Project automatically calculates the impact that a given
task has on the start and finish dates of one or more other tasks in the same project. This
is accomplished by utilizing Project’s Link command. The Link command establishes a
relationship or dependency between the start and finish dates of one of more tasks. Four
types of relationships can be assigned in Project but only the finish-to-start relationship
was used throughout the NTF model changeover template. The finish-to-start
relationship establishes that task “B” cannot start until task “A” finishes. Microsoft
Project assigns task “A” as the predecessor of task “B” and assigns task “B” as the
successor of task “A”. For example, the “Move Empty Cart to Test Section” task in the
changeover template cannot start until the “Install Ramp and Floor Plates” task is
finished. Another example is that the “Remove Model Sting From Stub Sting & Secure
to Cart” task cannot start until the “Move Empty Cart to Test Section” task is finished.
These three tasks are linked in the changeover template and occur serially with the
installation of ramp and floor plates occurring first, followed by moving the empty cart to
the test section, and lastly by the removal of the model sting from the stub sting and
securing it to the cart. Therefore, a delay in the completion of the “Install Ramp and
Floor Plates” task adversely impacts the start and finish dates of the other tasks that are

dependent upon the installation of the ramp and floor plates.

The predecessor(s) and successor(s) of each task in the NTF model changeover
process was determined and these relationships are shown in the Predecessor column of
the Task Sheet shown in Figure 7. The Task Sheet is one of the many views a user can
define in Microsoft Project (see manual). These relationships were defined in Microsoft
Project by entering into the Predecessor column the ID number of the task that is a
predecessor for a given task. This entry creates a link between this task and its

predecessor. A task can have one or more assigned predecessors. An example of a



simple relationship as defined in the changeover template is shown in Figure 7. The
entry of ID number 9 next to the “Disconnect Model Wiring/Tubing” task signifies that
task number 9 (“Open JB-16") must be completed before the *“Disconnect Model
Wiring/Tubing” task can start. All of the tasks in the model changeover template are
linked to one or more other tasks throughout the template. Therefore, a delay in the
completion of one tasks adversely impacts the start and finish dates of other tasks that are
dependent upon the completion of that task. On a macro basis, this delay may adversely
effect the completion of the project (changeover process in this case) if the delayed
task(s) is on the critical path of the project. The critical path as defined by Microsoft
Project is “the series of tasks that must be completed on schedule for a project to finish on
schedule. Each task on the critical path is a critical task.” The critical path of the NTF
model changeover process will be discussed in a subsequent section of this document.
Additional information on the task link command, establishing task dependencies, and

critical path analysis can be obtained from the Microsoft Project manual (Reference 1).

Another analysis was conducted to determine which tasks of the NTF model
changeover process were conducted in parallel and which tasks were conducted in a serial
sequence. Though a majority of the model changeover tasks occur in a serial sequence, a
few of the tasks occur in parallel with other tasks. Figure 6 presents the template and
shows the timeline or Gantt chart of an example of a project scheduled to start on Friday
the 18th of April. Note that the tasks associated with the “Previous Model Removal” and
“Model Installation” subwork packages generally occur in a serial sequence of events
with the exception of the opening of JB-16 and the movement of the nearside access
housing from the vapor enclosure to the third floor. These tasks are executed in parallel.
Another example of parallel scheduled events is the execution of the “Set Up Deck &
Data Reduction Verification” task in parallel with the “Tunnel Patchboard Installation”
and “Configuration of Tubing Per AIP-29.6” tasks. Given the appropriate resources for a
given project, scheduling tasks in parallel tends to compress the overall duration of the

project.
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As stated earlier in this document, the NTF’s model changeover process consists
of the following three work packages: Tunnel Inspection and Maintenance, Model and
Instrumentation, and Tunnel Close Out. To further assist in the planning and tracking of
the NTF model changeover process, the tasks of the “Model and Instrumentation” work
package were organized under the following subwork packages: Previous Model
Removal, Model Installation, and Instrumentation Installation/Checkout and Final Model
Checkout. Figure 6 presents these subwork packages and their associated tasks along
with the projected time to complete each major task. The “Previous Model Removal”
subwork package requires the least amount of time to complete and starts immediately
after access to the test section is allowed. This subwork package takes approximately
0.47 days to complete. The “Model Installation” subwork package starts immediately
after the previous model is removed and requires approximately 0.91 days to complete
due to the work associated with its “Fit Access Housing Seals” task. Fitting the access
housing seals requires approximately 7.5 hours and this task is described in Appendix I.
The “Instrumentation Installation/Checkout and Final Model Checkout” subwork
package has the largest number of associated tasks and requires approximately 2.89 days
to complete. The setup of video cameras, leak check of model orifices, and the readying
of the data acquisition system each require approximately eight hours to complete. The
overall time to complete the “Model and Instrumentation” work package is approximately
2.89 days since a number of tasks in the subwork packages are scheduled and executed in

parallel.

Figure 6 also shows that the time to complete the “Tunnel Inspection and
Maintenance” and “Tunnel Close Out” work packages are 5.0 and 0.44 days respectively.
Combining the three work packages results in the overall duration of the NTF model
changeover process being slightly less than 5.5 days of two shift operations. One
interesting observation is that the “Model and Instrumentation” work package is not on
the critical path whereas the “Tunnel Inspection and Maintenance” and “Tunnel Close
Out” work packages are. The tunnel inspection and maintenance tasks have a net impact
of adding 1.67 days beyond the completion of all model, instrumentation and close out

tasks. In theory, the typical NTF model changeover process could be completed in



approximately 3.33 days if resources are available to complete all inspection and
maintenance tasks in parallel with and during the same time period that the model and

instrumentation tasks are executed (approximately 2.89 days).

Procedure for Using Template of NTF Model Changeover Process

A. Forward Fill and Back Fill Modes of Operation

The use of the NTF model changeover template is relatively simple since all of
the standard tasks associated with the changeover process have been pre-entered and
linked in the template. The template is configured to automatically calculate and forward
fill the start and finish dates of all the changeover tasks based on the entry of the desired
start date. The desired start date is entered in the “Start” column next to the “Previous
Model Test Completed” task name. For example, Figure 6 presents the start and finish
dates of all tasks based on a 4/21/97 start date or in this case the completion date of the

previous test program. The forward fill mode is the changeover template’s default.

The template can also be configured to operate in a back fill mode if the
changeover process must be completed on a known date. In this mode the template will
automatically calculate and back fill the start and finish dates of all the changeover tasks
based on the entry of the desired completion date. The desired completion date is entered
in the “Finish” column next to the “Tunnel/Model Ready for Test Operations” task name.
For example, Figure 8 presents the start and finish dates of all tasks based on a 5/15/97
finish date or in this case the model and tunnel being declared ready for test operations.
In this mode, Microsoft Project calculates the latest date a task can start without adversely
impacting the overall finish date of the changeover. This is based on the assumption that

the tasks are completed within their planned duration. To reconfigure the template to the



back fill mode, the user selects Summary Info under the File menu, selects Project Finish

Date in the dialog box and enters the desired Finish Date in the dialog box.

B. Revising the Task List and the Information Associated With a Task

As the NTF model changeover process evolves over time, it may be necessary to
add tasks, delete tasks, revise durations, and revise the relationships between tasks.
Though adding and deleting tasks is relatively simple, care must be taken to ensure that
the predecessor(s) and successor(s) assigned throughout the template continue to reflect

the changeover process. The procedure used to add a task is listed below:

1) Click on the task in the list that will follow the added task

2) Click on Insert Task under the Insert menu to add the task

3) Enter the new task’s name in the Task Name column

4) Press the return key

5) Enter the time required to complete the new task in the Duration column

6) Press the return key

Confirm that the new task’s predecessor(s) are correctly shown in the Predecessor
column. If the information is not shown correctly, enter the ID number(s) of the new
task’s predecessor(s) in the Predecessor column. If the new task is the predecessor of
other tasks in the template, confirm that the new task’s ID is shown in the Predecessor
column of the new task’s successors. If the information is not shown correctly, enter the

new task’s ID number. The procedure used to delete a task is listed below:

1) Click on the task to be deleted in the list
2) Click on Delete Task under the Edit menu to delete the task
3) Confirm that the predecessors listed throughout the template continue

to reflect the changeover process



The revision of a task’s duration is accomplished by clicking on the task’s
duration in the Duration column followed by entering the new time required to complete
the task. The revision of a task’s predecessor(s) is accomplished by clicking on the task’s
predecessor information in the Predecessor column followed by entering the revised
predecessor information. Additional information on adding, deleting, and revising task

information can be obtained from the Microsoft Project manual (Reference 1).

C. Establishing a Baseline and Tracking the Progress of a Project

Microsoft Project provides the user with a tool to track the actual progress of a
project and compare this progress to a planned baseline schedule. Microsoft Project
utilizes the actual progress information of the project’s completed tasks to calculate the
start and finish dates of the project’s future tasks and predict a completion date for the
project. The NTF model changeover template has been pre-formatted to automatically
present a Gantt chart of the actual progress of the changeover alongside a Gantt chart of
the planned baseline schedule of the changeover. The user can utilize this information to
determine if the project is tracking on schedule or if it is deviating from the planned
schedule and also determine if and when corrective action should be taken. Figure 6
shows the model changeover template with tracking information presented (baseline vs.
actual). The following sections will describe how the user can establish the baseline

schedule, enter actual progress information, and describe the features of this tracking tool.

A baseline schedule in Microsoft Project is a schedule with start dates, finish
dates, and durations that should not be revised without the project manager’s approval.
The first step in the creation of a baseline schedule is the user modifying the template by
either the forward fill mode or the back fill mode as discussed in the above section. Once
the user is satisfied that the schedule reflects the start or finish constraints of the
changeover, the next step is to convert and “freeze” this schedule as the baseline. The

procedure used to convert and freeze a schedule into a baseline schedule is listed below:
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1) Select Tracking and Save Baseline under the Tools menu
2) Select the Save Baseline and Entire Project options in the dialog box

3) Click on the OK button to convert and freeze the schedule into a baseline

By default, the baseline schedule and the actual progress schedule coincide at the

beginning of the changeover and this is presented in Figure 6.

The features shown in Figure 6 have been pre-formatted. The actual progress |
schedule is presented as open bars above the shaded bars of the baseline schedule. If the
user is using a color monitor or printer the open bars will have a blue outline for non-
critical tasks and a red outline with light red shading for critical tasks. The baseline
schedule is plotted below the actual schedule and is depicted by solid medium gray bars.
Baseline milestones are shown as open medium gray diamonds within a circle. Actual
progress milestones are shown as open blue triangles. Summary bars are outlined in
black and have inverted triangles that represent start and finish dates. The percentage of
completion of each task is presented to the right of the each task bar and is also depicted
by the open bar being filled at the same ratio. The fill color is solid blue for non-critical

tasks and solid red for critical tasks.

The user has the option of revising the information in the “Start”, “Finish”,
“Duration”, and “% Complete” columns to reflect the actual progress of the model
changeover process. Figure 9 presents an example of a model changeover that started on
Monday the 21st of April and has been revised to reflect the progress as of the 23rd of
April. The figure presents a deviation from the planned baseline schedule. Each work

package will be discussed in detail in the following sections.

As shown in Figure 9, the “Tunnel Inspection and Maintenance Work Package” is
38% complete as of Wednesday the 23rd of April. The inspection of the tunnel started on
time and is 50% complete. The start of tunnel maintenance was delayed one day and is
25% complete. Since the tunnel maintenance task is on the critical path of the

changeover process, the one day delay of the start of this task adversely impacts the



completion date of the overall changeover process by one day. The changeover process
was originally planned to be completed on the 28th of April but is now projected to be
completed on the 29th of April due to the delay.

Figure 9 also shows that the “Model and Instrumentation Work Package” is 60%
complete as of Wednesday the 23rd of April. The “Previous Model Removal”, “Model
Installation”, and “Instrumentation Installation/Checkout and Final Model Checkout”
subwork packages are 100%, 100%, and 35% complete respectively. The first four
subtasks of the “Previous Model Removal” subwork package were completed on time
and within their planned duration. The movement of the empty cart to the test section
started on time but was completed late since it required five hours to complete instead of
the planned one hour. This four hour delay causes a domino effect of delaying the start of
all its dependent changeover tasks by four hours. This is depicted in Figure 9 as a four
hour timeline shift to the right of all tasks that are dependent on the timely movement of
the empty cart to the test section. All other tasks of the “Previous Model Removal”

subwork package were completed within their planned duration.

The “Securing Model Sting to Stub Sting” subtask of the “Model Installation”
subwork package was also completed late since it required 16 hours to complete instead
of the planned one hour. This 15 hour delay also delays the start of all its dependent
changeover tasks by 15 hours. This is also depicted in Figure 9 as a timeline shift to the
right. The magnitude of the shift is 19 hours due to the cumulative effect of this 15 hour
delay and the four hour delay discussed above. All other tasks of the “Model

Installation” subwork package were completed within their planned duration.

Figure 9 also shows that the start dates of all but four of the subtasks associated
with the “Instrumentation Installation/Checkout and Final Model Checkout” subwork
package were also affected by the 19 hours of cumulative delays. The start dates of the
patchboard installation, configuration of tubing, set up deck, and data acquisition tasks
were not effected since they did not depend on the finish dates of the tasks that were

completed late. The figure shows that these four tasks were also completed on time. The
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connection of the model’s wiring and tubing was also completed within its planned
duration though it too was effected by the cumulative delays. Also, as of Wednesday the

23rd of April, the video camera task was 50% complete.

D. Total Slack Time

Total slack time information is also presented in Figure 9. The total slack time as
defined by Microsoft Project is, “the amount of time a task can be delayed without
delaying the project finish date.” For example, the figure shows that as of Wednesday the
23rd of April the “Close JB-16” task can be delayed up to 1.97 days without adversely
impacting the overall process finish date. Notice that the total slack times of the tunnel
inspection and maintenance tasks have a value of zero. This indicates that any delay
associated with these tasks will adversely impact the overall finish date of the changeover
process. This was illustrated in an earlier section of this report. Slack time allows a
project manager to reallocate shared resources. Resources can be shifted from the task(s)

having excess slack time to the task(s) that have little or no slack time.

E. Viewing Graphical Links

Microsoft Project has the capability to graphically show a link between
predecessor and successor tasks. This feature assists the user in viewing the relationships
between various tasks throughout the project. A task relationship is indicated as a line
originating from the predecessor task and ending at the successor task. The line
terminates with an arrow. To minimize introducing clutter to the view of the changeover
template, the template was created without the links shown. The user can easily view the
template with the links shown by selecting Layout under the Format menu. In the dialog
box select the desired link format followed by clicking on the OK button. Figure 10
shows the template with the task relationships graphically depicted. It is important to

11



note that the previous model removal process starts at the same time the tunnel

patchboard and verification process begins for the next model.

F. Viewing PERT Chart Information

The user can utilize Microsoft Project’s PERT chart function to graphically
display a project’s tasks and the relationship between these tasks as a flow chart or
network diagram. The PERT chart view generally shows tasks relationships more clearly
than the Gantt chart view. The model changeover template is pre-formatted to show a
Gantt chart as its default view. The user can easily convert the changeover template from
the Gantt chart format to the PERT chart format by selecting PERT Chart under the View
menu. Figure 11 shows selected tasks of the changeover template in a PERT chart
format. The critical path shown in this figure does not represent the critical path of the
changeover process but represents the critical path of a project having only the tasks

shown.

Concluding Remarks

A two-phase project was undertaken to document the model changeover process
at the National Transonic Facility and develop a Microsoft Project-based model of this
process. The description of the changeover process in this document provides a
foundation for future process improvement evaluations and also provides a training tool

by presenting an overview for individuals not familiar with NTF operations.

The Microsoft Project-based template of the model changeover process is a new
tool for planning, tracking, and managing the numerous activities of the model
changeover. The template provides a standardized visual plan of the process and
automatically generates a schedule of the changeover activities based on the user’s input

of a process start or finish date. The schedule can be converted into a baseline schedule
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and the user can track the actual progress of the changeover by entering actual start and

finish dates for each activity.

The template of the model changeover process can be used to evaluate the current
process and the impact of future process improvements on the total duration of a model
changeover. A preliminary evaluation during the development of this template showed
that the overall duration of the changeover process can be reduced by roughly 40% if all
inspection and maintenance tasks are completed during the same time period that the
model and instrumentation tasks are executed. The NTF can realize a gain of roughly

four additional test weeks annually if this process improvement occurs.

The preliminary evaluation of the changeover process also showed that the
previous model removal process and the installation process for the next model could
start at the same time and occur in parallel for approximately one half of a day. The NTF
can realize a gain of roughly one additional test week annually if the parallel sequencing

of these activities is implemented.

The development of a computer-based tool to assist in the management of the
NTF’s model changeover and the documentation of that process is the first of its kind at
NASA Langley Research Center. It is envisioned that this project will be used as a guide
during the development of similar tools for the other wind tunnels at NASA Langley

Research Center.
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Appendix I - Overview of the NTF Model Changeover Process
Including a Brief Description of Tasks

This Appendix will provide an overview of the NTF model changeover process
including a brief description of the tasks involved in this process. The model changeover
process starts with the completion of the previous test program and the test section
conditioned to allow access. As discussed in earlier sections of this report, the model
changeover process consists of the following three work packages: Tunnel Inspection and
Maintenance, Model and Instrumentation, and Tunnel Close Out. These work packages
and their associated tasks are shown in Figure 6. Each task is assigned an identification

number as shown in the figure.

Tunnel Inspection and Maintenance Work Package

As shown in Figure 6 the NTF tunnel inspection and maintenance tasks require
upwards of 10 shifts each if there are resource constraints. The tunnel inspections are a
series of post test inspections and examples of items inspected include fan blades, tunnel
insulation, inlet guide vanes, screens, structural components, and ancillary systems. The
post-test inspection is guided by the NTF’s Integrated Operational Procedure (IOP)
number 106B. The maintenance process includes both routinely scheduled maintenance
and the post-test repair of equipment if required. The maintenance workload varies

between test programs and the goal is to accomplish these tasks within 10 shifts or less.

Model and Instrumentation Work Package

A. Model Removal Process

The model removal process as shown in Figure 6 requires approximately 0.47

days to complete. This process starts with the opening of JB-16 and the disconnection of
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the model’s instrumentation wiring, pressure tubing, balance cooling lines and purge
lines. JB-16 is an instrumentation junction box located in the arc sector of the NTF’s
model support system. This junction box is utilized as an area to connect the wiring and
tubing from the model to the permanent wiring and tubing leading from this junction box
to instrumentation external to the test section. Figure 12 illustrates the NTF’s model
support system. JB-16 is located in the roll drive pod forward of the fixed fairing and is
also shown in the rectangular cutaway section in the right-hand portion of Figure 13. The
wiring and tubing can be seen entering JB-16 from the sting in the left-hand portion of

Figure 14.

The next step in the model removal process is the repositioning of the tunnel
access housing, ramp plates, and floor plates to allow the use of the model handling cart.
The tunnel access housings are utilized to gain access to the model during a test program
when the tunnel is in a cooled state. As illustrated in Figures 15 and 16, these tube-like
housings are inserted from both sides of the test section through the test section access
doors and form a thermally sealed enclosure around the model. The floors of the access
housings cannot accommodate the model handling cart necessitating the removal of one
housing. As shown in Figure 17, the access housing closest to the NTF’s control room is
lifted by an overhead crane and stored in the NTF’s mezzanine level. Once the housing is
removed the overhead crane is used to reposition the ramp and test section floor plates
from the mezzanine level to the test section entry and test section respectively. The
repositioning of the ramp is shown in Figure 18 and the installation of the test section

floor plates is shown in Figure 19.

The installation of the floor plates is followed by the empty model handling cart
being lifted by the overhead crane from the first floor shop area to the entry of the test
section on the second floor. The model handling cart is used to transport the model and
sting assembly and is supported by air bearings. The empty handling cart is moved into
the test section and the model and sting assembly is secured to the cart before the model
sting is disconnected from the stub sting. Figure 20 shows the empty cart positioned

under the model and sting assembly in the test section.  After the model sting is
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disconnected from the stub sting, the model cart is used to transport the model and sting
out of the test section. Figure 21 shows the model handling cart with the secured model
and sting assembly being maneuvered out of the test section. The handling cart, with the
model and sting secured, is then lifted by the overhead crane and lowered to the shop

area. Figures 22 and 23 show the lift and lowering sequence respectively.

At this point in the model removal process the stub sting is the only item
connected to the model support strut. The variation in model stings (i.e. taper, length,
bend) at the NTF requires the use of a stub sting to provide a smooth transition from the
model sting geometry to the geometry of the model support strut. The model sting is
connected to the stub sting and the stub sting is connected to the NTF’s model support
strut. This arrangement is illustrated in Figure 24 and a disconnected stub sting is shown
in Figure 25. If the stub sting requires removal due to a change in model sting geometry
between test programs, an overhead winch mounted to a small transportable frame is
moved into the test section. The stub sting is secured to the frame before it is
disconnected from the model support strut. A stub sting in the process of being removed
is shown in Figure 26. After the stub sting is disconnected, the frame 1is used to transport
it out of the test section. The frame, with the stub sting secured, is then lowered to the

shop area by the overhead crane.

The last task of the model removal process isrthe removal of the access housing
seals. These seals are used to provide a thermal seal around the model sting when the
access housings are in use. The inside contour of the access housing seals are the same as
the outside contour of the model sting in their area of contact. Figures 15 and 27 show
two different views of the contact area. The removal of the access housing seals is

required if there is a change in model sting geometry between test programs.
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B. Model Installation Process

The model installation process, as shown in Figure 6, is a reverse process of the
model removal process with the exception of connecting the model’s instrumentation,
closure of JB-16 and the installation of the access housing seals. The connection of the
model’s instrumentation wiring and tubing along with the closure of JB-16 occurs during
the instrumentation installation process. The installation and fitting of the seals occurs at
the end of the process and requires more time to install than to remove due to stringent
sealing requirements at all interfaces. The installation and fitting of the seals requires
approximately 7.5 hours to complete and is the most time-intensive task in the model
installation process. The overall time required to complete the model installation process

is approximately 0.91 days.
C. Instrumentation Installation/Checkout and Final Model Checkout

As illustrated in Figure 6, the process that involves the installation of
instrumentation, checkout of the instrumentation and the final checkout of the model has
the largest number of associated tasks and requires approximately 2.89 days to complete.
The installation of the patchboard, configuration of the tubing, and the setup and
verification of the data acquisition system can start as soon as the previous wind tunnel
test program is completed, therefore, there is an overlap of roughly 4 hours during the
transition between test programs. All other tasks associated with this process depend on

the installation of the model in the test section.

The installation and verification of the patchboard occurs in the NTF’s control
room. The patchboard is an interface between the tunnel and model instrumentation
wiring and the data acquisition system. The patchboard is configured by use of jumpers
to connect the instrumentation wiring to the desired data acquisition system channels.

These connections are then verified to confirm the transmission of signals. The
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installation and verification of the patchboard is guided by standardized procedures at the

NTF.

The configuration-of-tubing task is the hookup to reference pressures for the
tunnel’s Electronically Scanned Pressure (ESP) transducers. This reference information
is used during the data reduction and calibration processes. This setup task occurs
outside the tunnel at the interface between the tunnel tubing and pressure gauges. This

task is also guided by standardized procedures.

The setup deck is a computer file where constant test parameters are stored and
accessed during the data acquisition and reduction process. These parameters are a
function of the customer’s data acquisition and reduction requirements, model geometry,
and model/tunnel instrumentation. An example of a customer data acquisition and
reduction requirement is the recording rate of data. Model weights and dimensions are
model dependent parameters. Examples of model/tunnel instrumentation dependent
parameters include ESP configuration, balance information, and Mach number system
parameters. The data reduction system along with its setup deck is verified through trial

runs at this point and throughout the installation and checkout of model instrumentation.

As shown in Figure 6, a majority of the tasks associated with the installation and
checkout of the model’s instrumentation, setup of video cameras and the final checkout of
the model can only occur after the model is installed in the tunnel. The NTF’s cameras
are located in fixed viewing ports in the test section’s ceiling and sidewalls. These
cameras can be remotely tilted and panned to obtain the views desired by the customer.
During the camera setup process the recorders are configured to record the desired views
based on the test plan. The output of these cameras are also displayed at the test
director’s console and gives visual cues to the dynamics that the model is experiencing

during a test run.

The connection of the model’s instrumentation wiring and tubing occurs in JB-16

after the model sting has been connected to the stub sting. This task may include the
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connection of wiring from the balance, angle-of-attack (AOA) package, thermocouples,
strain gauges, and ESP package. This task may also include the connection of tubing for
balance cooling lines, purge lines, and the reference, calibration, and control lines for the

ESP package.

After the connections in JB-16 are completed, the task of leak checking the NTF’s
three ESP systems begins. During this task, the calibration, reference, and control lines
for the model’s ESP system, the tunnel’s wall ESP system, and the tunnel’s arc sector
ESP system are checked for leakage. These lines originate from an instrumentation rack
that resides outside the tunnel shell and are routed either to the model through JB-16, to

the wall system, or to the arc sector.

With the completion of the leak check, the tasks associated with the
instrumentation checkout can be performed. This process includes functionality checks
of the instrumentation packages, patchboard, and the data acquisition system. This
process includes checks to determine if the data acquisition system is recording raw
inputs and converting these inputs to the proper engineering units. A subset of this
process is the checkout of the balance and angle-of-attack (AOA) instrumentation. The
sign convention of the normal force is confirmed by hand loading the balance in both the
positive and negative directions. If required, a known force can also be applied to the
balance as a response check. The sign convention of pitch attitude can also be
determined during the hand loading process or the model can be pitched to a positive or

negative attitude.

The next step in the instrumentation process is the leak check of the model’s
pressure measurement orifices. All of the orifices or a random sampling of the orifices
will be checked depending on customer requirements. The model orifices are checked in
the test section through use of a portable compressor. This compressor generates
approximately five psi of negative pressure which in turn is applied to each orifice. This
task can take as much as eight hours to complete if the number of orifices approaches

four hundred.
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Figure 6 shows that the next three tasks involve the installation of a flow blocker
in JB-16, the securing of wiring and tubing in JB-16, and the closure of JB-16. The flow
blocker is wool material and seals the gap where the wiring and tube bundles from the
model penetrate JB-16. A silicon sealing compound is also used as an adhesive to seal
this gap. The bundles are next secured in JB-16 by use of tie wraps and one final check
of all connections occur. JB-16 is ready for closure at this point and the cover plate is

secured and safety wired.

After the closure of JB-16, the pitch angle of the arc sector and the roll angle of
the roll drive are recorded with the arc sector pitch pin installed. The pitch pin prevents
the rotation of the arc sector during periods when the arc sector is not in use. The angular
values are used as a pitch pin alignment check during the installation and removal of the

pin during the test phase of operations.

The next task in the process is the installation of a leveling plate on the model.
The leveling plate is a machined part and when mounted on the model has an upper
surface that is parallel to the model’s xy plane. This leveling plate is utilized to verify the
model’s attitude (roll & pitch angles) and calibrate the data acquisition system to read
these known angles. During the “Zero Roll Pot to Model” task, an inclinometer is
mounted on the model and the model is rolled until the inclinometer indicates a roll angle
of zero. While the model is at a roll angle of zero the roll pot instrument is adjusted to
output a value of zero. The roll pot is an instrument that senses the angular orientation of
a device and outputs a signal that is proportional to this orientation. The model’s pitch
angle is calibrated in a similar manner by calibrating the output signals from the onboard
angle of attack (AOA) and level (bubble) sensors. After the calibrations have been
completed, the data acquisition system is exercised to verify that the polar parameters in
the set up deck match the actual model’s pitch and roll angles as the model’s attitude is

varied in the tunnel.

As shown in Figure 6, the next task is the checkout of the Balance Dynamic

Display Unit (BDDU) and the Critical Point Analyzer (CPA). These instruments are part
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of the NTF’s model safety protection system and monitor the static and dynamic loads on
the balance. The BDDU monitors the balance loads and provides an audible alarm in the
control room when the loads approach predetermined limits. The CPA also monitors
loads and is directly wired to the tunnel’s Mach number and the pitch control system.
The CPA has the capability to automatically reduce the tunnel’s dynamic pressure and
pitch the model to a zero AOA if the balance loads approach load limitations. A chart
that describes the NTF’s model safety protection system is shown in Figure 28. Figures

29 and 30 illustrate the BDDU and CPA displays.

With the completion of the BDDU and CPA checkout, the data acquisition system
is declared under configuration control. At this milestone no changes to the data
acquisition software and model instrumentation are allowed unless a formal procedure is
followed. The NTF’s procedures provide instructions to accomplish changes and, more

importantly, provide historical documentation of these changes.

As shown in Figure 6, the next tasks involve the final checkout of the model. The
leveling plate is removed from the model and the holes in the model to accommodate the
leveling plate are plugged with a fast-curing bonding compound. Any model surface
imperfections are also filled with compound. The cured compound is then sanded to

ensure that the model’s surface contour requirements have been meet.

The Model Tare and Wind-off Tunnel Parameter Control (TPC) Polar Check are
the last two tasks associated with the model and instrumentation work package. During a
model tare a predetermined polar is used to sweep the model through a series of angles of
attack and the balance values (force and moments) are recorded and stored. These values
are a function of the model’s weight and attitude and are used in the data reduction
process during the test program. The Wind-off Tunnel Parameter Control (TPC) Polar
Check involves using setup deck polars to sweep the model through a series of upright
and inverted angles of attack. The model’s actual pitch and roll angles are compared to

the set point values in the setup deck.
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Tunnel Close-out Work Package

As presented in Figure 6 the tunnel close-out work package requires
approximately 0.44 days to complete and involves the completion of pre-run inspections
and checklists to ensure that the tunnel is in a safe condition to initiate testing. The
tunnel pre-run inspection and close-out is accomplished through Integrated Operating
Procedure (IOP) number 106A. As stated in the procedure, its purpose is to inspect the
tunnel for cleanliness, find loose or foreign objects that may result in tunnel damage,
ensure that no personnel are anywhere within the pressure shell, and ensure the integrity
of the pressure shell’s access openings. The pre-run checklist is detailed in IOP-107A
and is formally reviewed during a meeting that includes the Facility Safety Head, Test
Director, Facility Coordinator, and Test Project Engineer. The verification of the Micro
B processor is part of the 107A checklist. As presented in the chart in Figure 28, the
Micro B model protection microprocessor is part of the NTF’s model safety protection
system. Dynamic pressure and arc sector limits are input into this microprocessor and
any violation of these limits will automatically fail-safe the main drive and the pitch
system. The verification process is to ensure the arc sector’s fail-safe position. The last
checklist to be completed before the tunnel and model is declared operationally ready is
the instrumentation pre-test checklist. This checklist is used to confirm that all model and

tunnel instrumentation systems are in a ready state.
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ID | Task Name Duration
1 NTF Model Changeover Process 5.44d
2

3 Previous Model Test Program Completed Oh
4 Tunne! Inspection and Maintenance Work Package 5d
5 Tunnel inspections 5d
6 Tunnel Maintenance 5d
7 Model and Instr tation Work Packag 2.89d
8 Previous Model Removal 0.47d
9 Open JB-16 1h
10 Disconnect Model Wiring & Tubing 1h
1" Move NS Access Housing From Vapor Enclosure to 3rd Floor ih
12 Install Ramp & Floor Plates 1h
13 Move Empty Cart to Test Section 1h
14 Remove Mode! Sting From Stub Sting & Secure to Cant 1h
15 Move Model From Test Section to Shop th
16 Remove Stub Sting From Arc Sector & Move to Shop 2h
17 Remove Access Housing Seals 0.5h
18 Previous Model Removed Oh
19 Model instatiation 0.91d
20 Move & Mount Stub Sting to Arc Sector 2h
21 Move Model From Shop to Test Section 1h
22 Secure Model Sting to Stub Sting 1h
23 Model installed _ Oh
24 Move Empty Cart to Shop 1h
25 Remove Ramp & Floor Plates 1h
26 Move NS Access Housing From 3rd Floor to Vapor Enclosure 1h
27 Fit Access Housing Seals 7.5h
28 Model installation Complete Oh
29 Instrumentation Installation/Checkout and Final Model Checkout 2.89d
30 Video Camera Setup & Calibration {wing twist & TSP tasks not included) 8h
31 Tunnel Patchboard Instailation & Verification 1h
32 Configuration of Tubing per AlP-20.6 2h
33 Set Up Deck & Data Reduction Verification 8h
34 Data Acquisition System Ready to Take Data Oh
35 Connect Model Wiring & Tubing at JB-16 4h
36 Leak Check Control, Cal, Ref, Wall Sys (if required) & Arc Sector Lines 2h
37 Perform Instrumentation Checkout 4h
38 Hand Load Balance & AQA instrumentation 0.25h
39 Perform Leak & Spot Check of Model Orifices 8h
40 Install Flow Blocker Behind Roll Drive 0.5h
4 Secure JB-16 Wiring & Tubing 1h
42 Close JB-16 th
43 Install Leveling Plate and Pitch Pin Reading (pitch & roll) 4h
44 2Zero Roll Pot to Mode! 1h
45 Model AOA & Bubble Calibration/Verification ih
46 Balance Dynamic Display Unit and Critical Point Analyzer Checkout ih
47 Data Acquisition System Under Configuration Control Oh
48 Remove Leveling Plate & Plug Holes ] 1h
49 Final Filling and Sanding of Model 4h
50 Model Tare _ 1h
51 Windoff/TPC Polar Check (upright & inverted) ih
52 Tunne! Close Out Work Package 0.44d
53 Complete Close Qut of Tunnel per IOP-106-A 4h
54 Complete IOP 107-A 1h
55 Micro "B" Arc Sector Verification 2h
56 Complete Instrumentation Pre-test Checklist Oh
57 Tunnel and Model Ready For Test Operations Ch

d=day h=hours 1{d=16hours =2 shifts

Figure 5. Task list with durations.
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Sun Apr 28 Ma
Start Flaksh Deuration | % Complete | ToalStaek { 6 [ 12 ] 6 J 12 [ ¢
Moa 42197 Moo 478/37 S44d ” od v—
2 = i‘
1
3 | Previons Model Test Program Completed Mon 472157 Mon 42157 Oh 0% od Q §
4 | Tunpel Inspection snd Maintenance Wark Package Mon 42197 | Fri 42597 ] 3 od == =
3 Tonne! Inspections - Mon 321797 Fri 42597 53 0% od
0 Tunnel Maintenance Mon 472197 Fri 42587 54 % od
7 | Modeland Instrumentation Work Pac “Mon 42197 Wed 4¥7 285 17 Z1d === <
3 Previous Model Removal Moo 421/97 Mos 42197 o47d " 2114 3 Y 4
’ Open IB-16 Mon 4/21/97 Mon 472197 - 1h % 2174 h
10 Disconnect Model Wiring & Tubing Mon 42197 Mon 422157 1h 0% 217 % ]
11 Mov:NS Access Housing From Vapor Enclosure to 3rd Floor Mon 42197 Moa 42197 1h % 2116 ¥=
12 Instait Ramp & Floor Plates Mon 472187 Mon 4/2197 th 0% 211d [
13 Move Empty Cart to Test Section Mon 42197 Mon 42197 1h 0% 211d =
14 Remove Model Sling From Stub Sting & Secure to Cant Mon 472187 Mon 42157 1h % 2.11d =
15 Move Model From Test Scction to Shop Mon 4121597 Mon 4721797 h % EXTEI ==
16 Remove Stub Sting From Arc Sector & Move 1o Shop Mon 42197 Mon 42157 Zh % 2114
17 Remove Access Housing Seals Mon 422187 Mon 472197 05h % 2114
s Previous Model Removed Mon 4/21/97 Mon 42187 Oh 0% 2nd
19 Vodel Installation Moa 4721/97 Tue 42297 51d % pRE | E
20 Move & Mount Stub Sting to Arc Sector Mon 472197 Moa 42157 Zh 0% 21id =%
21 Move Model From Shop 1o Test Section Mon 472197 Moa 42157 1h 0% 2118 =
2 Secure Model Sling to Stub Sting Mon 472197 Mon 42157 Ih 0% 2.11d ==
px Model Installed Mon 472197 Mon 42187 Oh 0% 2114
24 Move Empty Cart to Shop Mon 472187 Mon 42197 1h 0% 3.63d =
25 Remove Ramp & Floor Plates Mon 42157 Mon 42187 1h 0% 3.63d
26 Move NS Access Housing From 3rd Floor to Vapor Enclosure Mon 472187 Mon 4/2197 1h 0% 3.63d
27 Fit Access Housing Seals Mon 42197 Tue 472297 754 o% 3.63d
28 Mode! Instaltation Complete Tue 42297 Tue 4722597 oh 0% 3.63d
29 Instrumentation Instaliation/Checkout and Final Model Checkout Moa 421/97 Wed 423/%7 28% "% 2114 E
3o Video Camera Setup & Calibration (wing twist & TSP tasks not included) Mon 472197 Tue 42257 8h 0% 3.78d = -§:
3 Tunnel Paichboard Installation & Mon 472197 Moa 422197 1h 1] 2.8%d -
32 Tonfiguration of Tubing per AIP-29.6 Mon 4721797 Mon 42197 £ % 259 i
3 et Up Deck & Data Reduction Verification Mon 472197 Mon 42157 8h 0% 2584 E
34 Data Acquisition Systemn Ready io Take Data Moa 42157 Mon 42197 Oh 0% 258d
35 Connect Mode] Wiring & Tubing a1 JB-16 Mon 42157 Mon 42197 4ah 0% 21id
3 Leak Check Control, Cal, Ref, Wall Sys (if required) & Arc Sector Lines Mon 472157 Tue 4/22/97 Zh 0% 2.11d
37 Perform Instrumentation Checkout Tue 42297 Tue 472297 4h % 211d
k3 Hand Load Balance & AOA Instrumentation Tue 42297 Tue 472207 0258 0% 2.11d
3 Perform Leak & Spot éltck of Mode! Orifices Tue 42297 Tue 42297 8h 0% 21d ——
@ tnstall Flow Biocker Behind Roll Drive Tue 4/22/97 Tue 472297 0.5h R 2.1d
al Sccure JB-16 Wiring & Tubing Toe 472297 Tuc 42297 ) (23 21d
a Jlose JB-16 Tue 42297 Tue 42297 18 o% 2.11d
Q Install Leveling Plate and Pitch Pin Reading (pitch & rolf) Tue 422897 Wed 42397 4h % 21d
“ Zero Rol] Pot 10 Mode] Wed 472397 Wed 423857 1h % 2118 —=
45 Model AOA & Bubble Calibrﬂionlvcﬁaxion Wed 472397 Wed 42397 1h 0% 2114
4 Balance Dynamic Display Unit and Crilical Point Analyzer Checkout Wed 42397 Wed 42397 1h 0% 2118
47 Data Acquisition System Under Confl ion Contral Wed 4/23/97 Wed 472397 oh 0% 2.11d g
43 Remove Leveling Plate & Plug Holes Wed 472397 Wed 42357 1b 0% 2.11d E=
) Final Filling and Sanding of Mode! Wed 423/97 Wed 42397 ah 0% B =
so Model Tare Wed 4/23/97 Wed 42397 1h 0% 2114 = =F
5 WindoflUTPC Polar Check (upright & inverted) Wed 4723197 Wed 472387 th 0% 211d E
52 | Lunnel Clese Out Work Package Fri 425797 Moa 42897 s.44d 0% od :
5 Zomplete Close Out of Tunnel per IOP-106-A Fri 4725597 Mor 472807 4h 0% o | =
53 Zomplete IOP 107-A Mon 42897 Mon 42897 1h 0% 0d
.?5 Micro "B” Arc Sector Verification Mon 4/28/97 Mon 4/28/97 2h % 0d
56 Complete Instrumentation Pre-test Checklist Mon 42897 Mon 42897 Oh 0% od =
57 Tuanel and Model Resdy For Test Operation: Mon 4/2897 Mon 42897 ©h % od

Figure 6. NTF Model Cl






aApr2l Toe Apr 22 Wed Apr 23 Thu Apr 24 Fri Apr 25 Sat Apr 2§ Sus Apr 77 Moa Apr 23 Twe Ape 29
. 12 6 12 6 12 6 12 ] 12 L] 12 6 12 12 6 12 6 12 6 12 12 6 12 12 6 12 12 6 12
v
U =
L
[ 2 Y St S St Stk T e S S
"
v
[
*
“i., ,,,,,,,,
[}
14
| Bikd
"”%
0%
] o® =
ok
[
Vv J Y
i %
%
(1] E
421
'C%l
|oq.
1ok
%
422
| \4
| ——%
%N
§ s
e o
o
| %
e 0%
&%
0%
"%
oo
gon
om
R
B &2
0%
%
423
g
*”%
g 0%
Bo%
\ Gy g e o =r—r 1 =
[ —
g *%
[Tl
o+
_ °
1angeover Template.

29







"51055309pauad yse, °, aanSyy

30

uo L6/82% VON_|_z6/821% uon [ PO %0 Y0 | 6/ VOW | z6/R2/ oW 188, i0d ADBOY] |0pOW puB jeuuN | 13
[T 16/82/5 UON_|_76/92/% UOW 55 —P0 %0 G 2682V UOW_| 76732/ GO R e T T T s e
[ 16782]% UoW_|_267827 Uon VS 0 %0 U L6732/ UOW_| L6/8E/5 UOW —JORS OV 8, GO | 9% ]
[ Z6/5C/v UON_|_Z6/527v oW 5] B0 %0 q L6/827% UOWN_| Z6/8/v UOW ~Z01 dOI Sy ]
b 4682y o T~ Je/germ g ‘68 0E'82" PO %0 up 1 z6mzw uoy | Jemzrug :JQ1 Jed suun] jo Ing esop sleidwiog €5
PYY'O Lemzyuon | ez g ) %0 Prv'o | Ze/mzy UON | Lessenv Wd S5e308d %10M INQ 80(0 BuUN] 28
07 ZBREE]Y POM,_|_LG/2l DO [ 1% %0 [ BAcery POM_| J6/2H PO ¥ WB1AR] %3640 76100 Dd L/NOPUIM [T
qr LG/EC POM._|_ Z6/caly PO 2 Piie %0 [Ty G/ Pop,_| J672h PoM, oI5 [OPON 05
ur LO/EZ/Y POM | L6/E2/Y Doy 8y pLLZ %0 ur | zemeiv pom | semery 40 Buipues pue Bujji (et oy
[Ty LB/ET/Y POM | 16/82/7 POM, v PLLZ %0 ur_ | ez pem | L6mem pom Bnid § el Bujers] BAGWaY o
G0 Z6/521y DO, | Z6/EE/v PoM, [ Bile %0 40| Z6reers Do | 167527 PO UGITENBIIGD 18pUn WeTRKs Uoeir v
iy T67E2/y POM,_| Z6IEer DO, — S BIie %0 UL 76RZr POM | L6762/ POM V Wiod JEoNis P Jur ASIaai oRed "o |
q7 16/Ce/y POM | ZG/CE/ PO ¥ BILZ %0 UL | Z6/Z/b POM | Z6/52/% PO —oAng T VOV BPON 57|
ui L6/E2/Y DOM 2/v Po, €7 piiE %0 4l | 6mevpem | ¢ m 01 10g) [loY) 0167 v
Uy LB/EZ/Y POM | 26722/ BN zv PLLZ %0 U | /672y POM | z6/zerp eny % 4oud) Buipsel uid Yolig Pue ereig BujeAs misu| o
[Ty Z6/227% On L6722l o] v PLLZ %0 Ul | 76z o0l | 76722 oL —ar 800 v
Iy 26/Ee/y 6N 16722/ N1 [ PIE %0 Ui | Z6reev oni | Z6/eem eni 9 BULIA o1 “ar Banoeg. v
(] Z87eery oL | J6/28/w onL 53 PIIZ %0 US0_| Z6/2em onl | Zeraes OnL oY BUIqod 7o%001 Mo1J (eTeuT — o]
ug 4872z el | gerepeny 68 Y3 %0 ue ] (erezryonl | eeeyeny ISPON §0 9By jodg § Yue Licye [
use'0 16/22/ eNL | /8/zzry onL I3 [ %0 YSZTO | IB/ZZYeNL | L6/22/bon) VOV ¥ 6ue(eq pec puaH o
Uy Z6/22y BN1 | ZB/eery oni o€ Pt %0 [ Z6ice/v ol | Ze/eep ol UO(RIOWNNSU] WIop It
' 16722y ONL_| Z6/16/v UOW " VEGE BIL. %0 G| Zereeveni | J6/1e oW 151565 31y § (POANDel 1] SAS A BT 6D "TIog Hoous Yoo L3
uy £6/12(y UON | s6/ie/m uoy €2 AR %0 w1 26/i2/v UON | Zesigry Uop 128UUO; st
40 16/\2/Y VON | L6/12/ Uow €828 PES %0 U0 | "i6/kew VoW | Ze/ie/y Uop 9381 0) Apeoy woisAs UoEINbaY w1eq 3
[ 26712/ UON_|_J6/12 UOW T P52 %0 US| Ze/ierw VoW | Za/1 e UOW  topfregemd v eaanws | ]
[H [ Z6/1e/v UOW_|_Z6/iery GON € PEE S %0 UZ__| Z6/ierv UON | Z6/12/5 o -dIV 154 BUIGN] 10 UoMBiNBNIoD ] %6 ]
qr 26712y UON | 76/12/% VoW 3 D682 %0 Ul | Z6/1%% UON | Z6/1ev VoW UOITEIGIeU] PIEOGUOTE] JBUUR L T
ug ieeevent T 26127y uow £2 PELE %0 us | serezryeny | se/ie uow 10U X861 g5 | 3 18 Bm) DORIqIED) § dniog BIeLIE) OBpR [
P68 L8/EZY oM | 6/12/ o PLLT %0 P88’z | seczy pom | L6tz von 19POW Ui P INCHBLD, | 62
— W | Jeremenl | le/sement Zz P9t %0 O N W ORI} ISP o
U5 Z Z6/E2v N _| Z6/\eW WO | 8% PEOE %0 USZ_| Z6ieerv onL | Z6/ier VoA GO 658597 1J T
™y 48/1ev Vo | Zerizy uow [T X %0 ui T 6zv uoN | s8iiz oy Jodep o jool pig woi Buistiop) seeaoy SN eadyy 3
ul 16/12/ UON_ | 16/12/% Uow vZ PEOE %0 uL__| 26/12v UOW | 26/12/% UOW 10013 § dwiey] eAGWOY [
[Ty Z6712/b VON | Z6/12/% GON e DI € %0 UT__| Z6/1e/b UON | 26/12/% VoW o1 e Kidui3 SAON X3
[ 16/12/v UOW_|_Z6/12/% WO 3 pIie %0 U0__| Z6/ier UOW | Z6/1 2w oW —_1epoy 23
[y Z6/\2/v WON_|_16/12/% IOW T2 Plie %0 Ul__I Zenery VoW | Z6712/v 0o — e |
Ty 46/02/y UON | z6712 Uopy 3 PLL %0 Ui [ Z6/L2 VON | T8/ 1o voW 389 0} doyg wou] |6pOy BroH
4z 16/12/v uow | 16/12/% Uow 81 PLL %0 uz | ze/zmuow | 6/izm vow o1y 01 BUis anis wnow 3 8Aow 0z
PI60 107TZY 0| L6/Le UOW (1% %0 PLG0 | Zizew onL | Z6/E/ Uow T W T
] 16/12/v WON_|_16/1.2/% UON 7t BIL. %0 40| Z6/ie/ VSN | Z6/12 UOW T8POW srioteig
U5 0 —Z6/12/v UOW | 16/12/% YoM [ PILZ %0 US0_| Z6/ie GO | 16/1/% GOW BUSNON o000y Aoy
[ L6/\2Y UON | 16/L2r% uom [ PiiZ %0 NZ__| z6/bz YON_ | 6/iery uop 01 SAOW ¥ 0165 DIy Woi BUIS GNiS eAowiey
I Z6/12/v UON_|_Z6/12/6 JON T %7 %0 Ul | Z6iten WON | Ze/ie VoW CTUOIPGS 159 1 WOl T6POW SAOW "o ]
[T Z6/12/v VON_|_ J6/12/y UOW TL0L PIIZ %D Ul__| Z6/iem VoW | Z6/1er VoW 1 8IN563 § Bulls anis WoiJ BUITS 19pow oABwoY v ]
qr " Z6/Tew YO | J6/12/6 GOR 3 Y%A %0 UT__| Z6/12/y UOW | Z6/1¢/v UOW WoloThe) Mdug oRoN | 6F ]
' L6/12p oy 1 ze/iz/p uop 1Y PLig %0 Yy L2/b U 12/¥ UOW Jooig p dwey jesuy
[ L6/12/% VON_ | 26/12f Uow 3 il %0 Ul | e6nzm uow | /12w uow PUE 0} iNBOIOUT J0dRA Lii0s] BUISNOL) $8830Y SN BAOW
qr L6712/ UON_|_76/12/ GO 8 L. %0 Ui [ Z6/1e/y GON | 26718 Uow % BULIAA [OPOA 1o8UU00SI0
T 26712/ UOW_|_Z6/13/% UOW 3 BT %0 Ul | 7e/iers oW | 7671275 VoW aL-ar ued0 .8
PZr o 16/v2/y YON_|_1é/12/y UoW PLL %0 PLYO | Z6/1Z/V UOW | Z6/1%/y UOW —___ 1SpOl snojaig [
| P9T | Jawen pom | Jwjiznuon PEEZ %0 povz | Jocey pom | o XIOp Uoiywiueuifieu] pus ooy |
S 18/52/% U3 | 26/12v oW PO %0 S 16/52v 4 | L6/12 Lon [
5 765277 U3 |_Z6/12/% UOW 0 %0 7S Z6752v 03| 16/127% UOW s
] Z6/55v V3 _|_18/1%/y UOW PO %0 ] 169/ 13| Z8/1E UON v
uo 46/12v Vol | 76/12v uop PO %0 L6/02/y UOW T z6/12w oy uwreiBiaig 18| Jepoy) enoweig €
z
FYve Z6/T UON_|_J6/1Z uon B0 %0 Prv's | e/ UON_| Ze/ie/y YOW TAOWBUSE) SO IIN| L
IORBING SulesvaLiRIliI SUIeeva] Lvis Sljwesy | Joveacepaig | Houls 10T UIos % |Uoiling]  ysiug TS W1l ai




M



The M
D | Task Name Start Fiaish % Complete | Total Siack | 6]
1 ver The 5897 The 51597 544 0% od
2
3 Previous Model Test Program Completed Teu 5/8/97 The 5897 Ob o% od
4 B Insj ¢ J nd Mainteaance Wi Thu 5/8/97 The 51597 54 % o
s Tunnel Inspections Thu 5897 Tou S/15/97 5 0% G
6 Toanel Maintenance ) Thu 5/8/97 The 51597 5d 0% od
7 M and Jpstru jon Wa: Mon 5/1297 Tha 5/1597 28%d % od
8 Previous Model Removal Mou 5/12/97 Twe 5/1397 0.47d "% L
9 Opea JB-16 Moa 5/12/97 Moa 5/12/97 b % 0d
10 Disconnect Model Wiring & Tubing Mon 5/12/97 Mon 5/1297 1] 0% 0d
11 Move NS Access Housing From Vapor Enclosure to 3rd Floor Mon 5/1297 Mon 5/1297 18 0% od
12 Install Ramp & Floor Plates Mon 5/12/97 Mon 571297 1b 0% od
[E) Move Empty Cart to Test Section Mon 5/12/97 Mon 51297 18 % od
14 Remove Model Sting From Stub Sting & Secure to Can Mon 51297 Tue 5/13/97 1t 0% od
15 Move Mode! From Test Section Lo Shop Tue 5/13/97 Tue 511397 1h 0% od
16 Remove Stub Sting From Arc Sector & Move to Shop Tue 5/1387 Tue 5/13/97 2b % Od
17 Remove Access Hoasing Scals Tue 5/13/97 Tue 511397 0.5h % od
18 Previous Model Removed Tue 511347 Tue 54387 Oh 0% 0d
19 Modet Instailation Tee 5/13/57 Thu 5/1597 2424 % od
20 Move & Mount Stub Sting to Arc Sector Tue 511397 Tue 511397 kil o% 0od
a Move Mode! From Shop to Test Section Tue 51367 Tue 5/13/97 1k 0% od
2 Secure Model Sting to Stub Sting Tue 5/13/97 Tue 5/1397 Ih 0% 0d
FX] Model Installed Tue 5/13/97 Tue 5/13/97 Oh 0% 0d
% Move Empty Cant to Shop Wed S/14/97 T 5/1597 1 % od
25 Remove Ramp & Floor Plates Thu 5/15/97 Thu 5/1547 1b 0% 0d
26 Move NS Access Housing From 3rd Floor to Vapor Enclosure Thu 5/15/97 Tou 5/15/57 1a % od
27 Fit Access Housing Seals Tou 5/15/97 The 5/15/97 75b % i o
23 Madel Installation Complete Thw 5/15/97 Thu 5/15/57 Ob 0% od
29 Instrementation Instaliation/Checkout and Final Model Checkout Tue 5/13/97 Thu 515/97 242 % od
30 Video Camera Setup & Calibration (wing twist & TSP tasks ot iecluded) Thu 5/15/97 Thu 511557 ] 0% "o
31 Tunnel Paichboard lastallation & Verfication Tue 5/13/97 Tuc 51397 0] 0% od
32 Zonfigunation of Tubing per AIP-29.6 Tue 5/13%7 Toe 511397 p2 0% od
3 3et Up Deck & Data Reduction Venilication T SA397 Tee 51357 8 0% od
3 Data Acquisition System Ready to Take Data Tue 5/1397 Tue 511397 [} o% od
35 Connect Model Winng & Tubing at JB-16 Tue 5/13/97 Tue 5/13/97 4h 0% ]
3% Leak Check Control, Cal, Ref, Wall Sys (if required) & Asc Sector Lines Tue 5/1397 Tue 5113197 2 0% o
3 Perform Instrumentation Checkoul Tue 51397 Wed 51497 4b L3 od
(38 | Hand Load Balance & AOA Instrumentation Wed 5/14/97 Wed 5/14/97 0.25h 0% 0d
» Perform Leak & Spot Check of Model Orifices Wed 5/14/97 Wed 51497 8 0% od
4@ Instal! Flow Blocker Behind Roll Dnive Wed 571497 Wed 5/14/57 0.5b 0% 0d
ai Sccure 1B-16 Wiring & Tubing Wed S/14/97 Wed 571497 T (23 od
42 Jose IB-16 Wed 511497 Wed 5/14/97 1b % Ood
4 Install Leveling Plate and Pitch Pin Readiag (pitch & roll) Wed 5/14/97 Wed 5/14/97 45 % od
7] Zero Roll Pol to Mode! Wed 5/14/97 The 5/15/597 1b 0% od
3 Model AOA & Bubble Calibration/Venfication Thu S/15/97 Tou 5715557 it 0% 0d
4% Balance Dynamic Display Unit and Critical Point Analyzer Checkout Thu 5/15/97 Thbu 5/1557 1 0% 0od
47 Data Acquisition System Under Conli ion Control Tbu 5/15/97 Tou 515897 Ob 0% od
[ Remove Leveling Plate & Plog Holes Tha S/15/97 Thw 571597 D) 0% 0d
49 Final Filling #nd Sanding of Model Thbu 5/15/97 The 5/15/97 4h 0% 0d
50 Model Tare S The 5/15/97 T 51587 1b 0% od
51 WindolUTPC. Polar Check (upright & inveried) Thw 51557 Thw 51587 0 0% od
52 Tun; Work 3 Thu 5/15/97 The 51597 0.44d "% od
[+ Complete Close Out of Tunnel per IOP-106-A The 5/15/97 Thw 5/15/57 4b o% od
54 Tompiete [OP 107-A Thu 5/15/97 Tou 5/15/97 b 0% o
55 Micro "B” Arc Sector Verification Thu 5/15/97 Tou 511587 2k 0% od
5 Compiete Instrumentation Pre-test Checklist Thu 5/15/97 Tha 511597 O 0% 0od
57 Tunnel and Model Ready For Test Operations Tou 5/15/97 Thu 5/1597 v ] 0% od

Figure 8. NTF Model (
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loa Apr 21
ID | Fask Name Start Finish Doration | % Complete | TouaiStack | 6 |12 [ 6
1 1 enve Mon 472197 Tue 42997 &43d 4% od =
2
3 | Previous Model Test Program Completed Mon 421797 Mon 421797 ) [ 23d p «21
4 u; Ins d Maintenance W Moe 42157 Mon 42887 €854 8% [ ] L
5 Tunnel [nspections Mon 42187 £ 412597 54 50% 1.05d
6 Turnel Mainte nance Tee 4722/97 Mon 428097 5d 25% Od —
7 apd [pstru tation Work Packa Mou 472187 Thu 424/97 408 &% 1.97d 3
8 Previows Model Removal Mon 42187 Moa 42197 €724 180% od J
9 Open JB-16 Monr 42197 Mon 42197 1 100% o
10 Disconnect Model Wiring & Tubing Mon 472147 Mon 4/21/97 i 100% o
11 Move NS Access Housing From Vapor Enclosure o 363 Floor Moa 4/21/97 Moe 42197 1 100% Od
12 Install Ramp & Floor Plates Moo 42157 Mon 42157 1a 100% 0d
13 Move Empty Cart to Test Section Mon 472197 Moz 472197 5h 100% od
14 Remove Model Sting From Stub Sting & Secure 10 Cant Mon 412187 Mon 42197 1b 100% od
1s Move Model From Test Section to Shop Mon 421797 Mon 472197 113 100% od
16 Remove Stub Sting From Arc Sector & Move o Shop Mon 42197 Mon 42197 2h 100% 0d
” Remove Access Housing Seals Mon 42197 Mon 422197 0.5h 100% O0d
138 Previous Model Removed Mon 4721597 Mon 472197 Ob 100% Od
19 Mode Instaation Mon 42157 Wed 42397 184 %% o
0 Move & Mount Stob Sting to Arc Sector Mon 42197 Mon 42197 P ] 100% Od
21 Move Model From Sbop 10 Test Section Mon 42197 Mor 421/97 1h 100% Od
3 Secure Model Sting to Swb Sting Mon 421797 Tae 472297 7] 100% od
px) Model Instaiied Tue 472297 Toe 4/2297 [ 100% od
24 Move Empty Cart o Sbop Toe 422097 Toe 472297 1h 100% [
zs Remove Ramp & Floor Plates Tue 4722797 Toc 42297 1 100% od -
26 Move NS Access Housing From 3rd Floor lo Vapor Enclosure Tue 422/97 Wed 4723/97 1b 100% Od
27 Fi1 Access Housing Seals Wed 4723/97 Wed 423797 1.5h 100% od
28 Mode! Installation Complete Wed 42397 Wed 42397 b 100% od
29 Instrumentation Installation/Checkout and Final Model Checkout Mon 42157 Tha 4/24/97 4.03d 5% 1.97d
£ Video Camera Setup & Calibration (wing twist & TSP tasks not tncluded) Tue 4222/97 Wed 4/23/97 8b 0% 3.64d J —
k] Tunnel Patchboard Installation & Verification Mon 42157 Moun 42197 Th 100% od 100%
32 Configuration of Tabing per AIP-39.6 Mon 473157 Mon 4721797 Zh 100% Wy oo
EX) Set Up Deck & Daia Reduction Verification Mon 472197 Mon 4/21/97 8b 100% 0d 0%
M Data Acquisition System Ready to Take Data Mon 42197 Mon 472197 0 100% od o1
as Conmpect Model Wiring & Tubing at JB-16 Tue 422/97 Wed 4/23/97 4h 100% od f—
3% Leak Check Coatrol, Cal, Rel, Wall Sys (if required) & Arc Sector Lincs Wed 2397 | Wed 7397 ) 0F 1.97d .
37 Perform Instrumentation Checkout Wed 4723/97 Wed 4/23/97 4h 0% 1.9
38 Hand load Balance & AOA lastrumentation Wed 42397 Wed 42397 0.25% 0% 1978
) Perform Leak & Spot Check of Model Orifices Wed 423/97 Wed 4/23/97 & 0% L9
40 Install Flow Blocker Behind Roll Drive Wed 472397 Wed 423/97 0.5k % 1.97d
a1 Secure 1B-16 Wiriag & Tubing Wed 423797 Thu 424197 1) 0% 1978
az "Close 1516 The 42497 Tha 424197 ) 0% 1.97d
4 tnstall Leveling Plate and Pitch Pin Reading (pitch & rolf) Thu 42497 The 4724097 4h 0% 197
4“4 Zero Roll Pot to Model Thu 424/97 The 424/97 1b (.3 1.97d
LY Model AOA & Bubble Calibration/Verilication Thu 4/24/97 Thu 42477 ] 0% 1974
% Balance Dynamic Display Unit and Critical Poiat Analyzer Checkoat Thu 4724797 Thu 424557 1b 0% 157
a7 Data Acquisition System Under Configuration Control Thu 4/24/97 Thu 4/24/97 Ob 0% 1.97d ¥
48 Remove Leveling Plate & Plug Holes Thu 4/24/97 Thu 4/24/97 13 0% 1.974
49 Final Filling and Sanding of Model Thu 4/24/97 The 4/24/97 4b 0% 1.97d¢
L] Model Tare Thu 472497 Tou 424497 11 % 1.974
s1 "~ WindolUTPC Potar Check (opright & mvered) Thu 4724/97 Thu 4724797 v % 1.97d
52 Twanel Close Out Work Packageg Moan 4/2897 Tue 4/29/97 0.44d % od
53 Complete Close Out of Tunncl per OP-106-A Mon 42897 Tue 4/29/97 4b % 0d
53 Complete TOF 107-A Toe 4729797 Toe 4129/97 b () ]
E Micro "B® Arc Sector Verification Tue 472997 Tuc 429797 2 % od
56 Complete Insirumentation Pre-test Checklist Tue 472997 Tue 472997 [ ] 0% 0od
57 Tuonef and Model Ready For Test Operations Tue 4729/97 Tuc 472997 oh 0% Od

Figure 9. NTF Model (
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Mon 42857

Figure 10. NTF Model

Moo Ape 21 ] Tue Ape 27
1D frask Naeme Start Fimish |0 xz!o!xz!s!nz
1 |STE Model Changenver Procee Moa 42177 Mon 42877
; !
3 Previous Model Test Program Completed Mon 472147 Mon 472187 a2l
] mspection aintenance W Mon 42197 Fri 42597 L r
s Tonne! Imspoctions Mon 472157 Fri 472587 -
] Tunne! Mainicnance Mon 42187 Fri 4257 —
7 | Mededandl o Work Package Mow 42137 Wed 41377 I — = S
[ Previoas Model Removal Mos 42137 Moa 42197 7 f=—+
] Open /B-16 Mon 412197 Mon 42197
10 Disconnect Model Wiring & Tubing Moa 472187 Mon 472187
o Move NS Acoess Housing From Vapor Enclosire o 3ed Floor Mon 42157 Mon 421897
12 Install Ramp & Floor Plaies Mon 42197 Mon 412197
3 Move Empty Cart o Test Section Mon 421587 Man 42187
T4 Remove Mode! Sting From Stub Sting & Secure to Cart Moa 42187 Moa 472187
5 Move Modl From Test Section 1o Shop Moa 412157 Mon 42187
16 Remove Stub Stig From Arc Sector & Move 1o Shop Mon 42157 Mon 42157 f
7 Remove Access Housing Seals Mon 42187 Moa 42197 )
18 Previous Model Removed Mon 472187 Mon 472197 o Bt
19 Model Instafiation Mon 42197 Tue 42297 —\
20 Move & Mount Stub Sting 1o Arc Secior Mon 42187 Moa 42197
21 Move Model From Shop to Test Section Mon 42187 Mon 4721897 ==}
2 Secure Mordel Sting to Stab Sting Mon 42187 Mon 42157
D Mode] Installed Mon 472197 Moa 472197 3
2 Move Empty Cart o Shop Mon 472197 Mon 472197 ==
25 Remove Ramp & Floor Plates Mon 472187 Moa 472197 =1
% Move NS Acocas Housing From 3rd Floor fo Vapor Enclosere Mon 472157 Mon 472157
27 Fit Acoess Housing Seals Mon 42197 Toe 42297
= Model Installation Comphete Toe 42257 Tuc 472297
2 Tastrumentation Installation/Checkoat and Final Model Chochout Mon 42137 Wed 4397
30 Vidoo Camera Setup & Calibration (wing rwist & TSP ks aot included) Mon 42197 Twszp? |
31 Tuonel Paichboard Installation & Verification Mon 42157 Mon 472197
2 Configuration of Tubing per AIP-29.6 Mon 472197 Mon 472187 j
3 Set Up Deck & Data Reduction Verification Mon 42197 Mon 472087
34 Data Acquisition Sysiem Ready to Take Daia Moa 42197 Mon 412157
35 Coancct Model Wiring & Tubing st 1B-16 Mon 42187 Mon 472097
3% Leak Chock Control, Cal, Re(, Wll Sys (if required) & Arc Sector Lines Mon 472L87 Toe 4/22997
7 Parform lastramentation Checkout Tue 472207 Tue 4/2287
3 Hand Load Balance & AOA [nstrumentation T 42257 Tue 42207
» Perform Leak & Spot Chock of Madel Orifices Tue 4722097 Toe 42297
© Inssall Flow Blocker Behind Rofl Drive Tue 472287 Toe 42297
T Securc JB-16 Wiring & Tubing Toe 42257 Tue 4287
< Closc 1B-16 Toe 42287 Toe 42287 T
o Install Leveling Plate and Pitch Pin Readiog (piich & rol) Toe 4257 Wed 47397
“ Zero Roll Pot to Model Wed 42397 Wed 472397
I3 Model AOA & Bubble Calibration/Verification Wed 4/2387 Wed 42387
“ Balance Dynsmic Display Unit and Critical Point Analyzer Chocout Wed 42397 Wed 4/2397
] Data Acquisition System Under Co ion Control Wed 42357 Wod 42397
- Remove Leveling Plaw & Plug Holes Wed 4/2387 Wed 42397
® Fioal Filling and Sanding of Model Wed 42397 Wed 42387
E) Model Tare Wed 472387 Wed 42397
51 Windoll[/TPC Polar Check (upright & inveried) Wed 42307 Wed 472387
$2 | Tunec Clase Owt Work Package Fri 4259 Mos 42897
3 Compieic Clase Our of Tuanel per TOP-106-A Fei 4725097 Mon 472897
54 Complerc 10P 107-A Mon 472897 Mon 42897
S5 Micro *B* Arc Sector Verification Moa 472857 Moa 472897
% Complete Instrumeatation Pre.wst Chocklst Won 472897 Mon 428797
[ Tumael and Mode! Resdy For Test Operations Mon 412897
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Tunnel Patchboard
Installation &
Verification

Configuration of
Tubing per AIP-29.6

9 1 hr

10 2 hrs

Data Acquisition
System Ready to
Take Data

4/21/97 4/21/97

4/21/97 | 4/21/97

12 Ohrs

Set Up Deck & Data
Reduction Verification

4/21/97 | 4/21/97

11 8 hrs

4/21/97 | 4/21/97

Secure Model Sting Move Empty Cart to Remo\
to Stub Sting Model '“St‘;":r‘; Shop Floo
1 1hr 3 1hr 4
3721797 | 4/21/97 22197 | ar2ife7 42197 | 42197 421797
Video Camera Setup
& Calibration (wing
twist & TSP tasks
not included)
8 8 hrs
4/21/97 | 4/21/97
Connect Model Leak Che
N . Cal, Ref,
Wiring & Tubing at
requin
JB-16 Sect
13 4 hrs 12 =
4/21/97 4/21/97 "—'Zm
N

Figure 11. P -






Move NS Access

‘e Ramp & Housing From 3rd Fit Access Housing Model Installation
r Plates Floor to Vapor Seals Complete
1hr Enclosure 6 7.5 hrs 7 0hrs
4/21/97 5 1hr 4/21/97 | 4/21/97 4/21/97 | 4/21/97
4/21/97 | 4/21/97
ack Control,
wall Sys (if Perform Hand Load Balance & Perform Leak & Spot
Instrumentation . Check of Model
=d) & Arc Checkout AOA Instrumentation Orifices
or Lines 16 0.25 hrs
2 hrs 15 4 hrs 421/97 | 4/21/97 17 8 hrs
221/97 4/21/97 | 4/21/97 4/21/97 | 4/22/97
ERT Chart.
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Figure 15. Model Access System.
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